- 


rm  I BUTi  oN_ST  ATj:  M i:n 

;,proved  loi  public 

Unlimited 


TrMrwT  A 

lie  inU.'US*; 
.1 1..^ 


r^rP  D C 

Ipj  W (97fl  ijij 


U.  S.'nAVY  ElEaRONICS  LABORATORY,  SAN  DIEGO,  CALIFORNIA 
A iUUAU  Of  SHIfS  lAIOtATOHr 


NEL/ Report  127 


fM  MtOBUM 

Evolwaf*  praproduction  iomplM  of  iurface-vessal  bothythermogroph  modek  OC-1C.  S 
ond  OC-2C/S  for  complkinca  with  tpecificatiorti. 

ftfSUlTS 

Tk«  samplo  models  do  not  moot  th«  existing  specificotion  requirements.  Rdqiiired  design 
changes  could  easily  be  mode. 

UCOMMENDATIONS 

1,  Amend  the  equipment  Controct  Specification  (AAIl-B-13237B^  to  bring  the  requirements 
into  morf^  reolistic  conformonce  with  the  £ermittesl  d.tlli81U. 

3.  Improve  the  pressure  elements  to  increase  the  bellows  life  and  decrease  the  moterials 
kysteresb  and  piston  rod  sticking. 

3.  Eliminate  linear  temperature  error  variation.  ‘ 

4.  Eliminate  interference  of  stylus  and  carriage. 

5.  AAake  grid  lines  not  more  than  0.002  inch  wide. 

ADMINISTRATIVl  INFORMATION 

This  report  covers  work  from  AAay  1957  to  27  December  1957  and  was  approved  for 
publication  24  January  195&.  The  work  was  done  by  members  of  the  Engineering 
Division  under  BUSHIPS  Problem  ST-102  (NEL  T1-4d)  assigned  to  the  Navy  Electronics 
Laboratory  by  BUSHIPS  letter  T1-4d,  Ser  848b-187  doted  8 June  1955.  ^ 

The  equipments  were  manufactured  by  the  Triumph  AAanufacturing  Company,  Chicago 
50,  Illinois,  under  BUSHIPS  Contract  NObsr-64711,  and  were  received  at  NEL  on  27 
December  1956.  (Work  loads  then  existing  did  not  permit  starting  the  evaluation  until  \ 
May  1957.)  The  same  models  were  previously  manufactured  by  Wallace  and  Tiernan, 

Inc.,  under  BUSHIPS  Contract  NObsr-52104  and  NObsr-63349. 

The  evaluation  was  conducted  in  accordance  with  Contract  Specification  MII-B-1537B 
of  26  November  1954  and  Military  Specification  MIL-E-16400  (SHIPS)  of  1 AAay  1953. 

The  author  acknowledges  the  advice  and  assistance  of  L.  E.  Weinert,  T.  G.  Thompson,  y-' 
H.  G.  Kiner,  and  H.  E.  Sprecklemeyer. 
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This  r«porl  coven  tasting  of  proproduclion  somplM 
of  bathythormogroph  (BT)  Models  OC-1C/S  (200-ft) 
and  OC-2C/S  (450  ft),  mode  by  the  Triumph  Manu- 
facturing Company,  ChicagoTHttriOb,  under  Contract 
NObsr-64711.  These  two  BT's,  as  well  os  AAodel  OC- 
3C ' S (900  ft),  previously  hove  been  mode  by  Wal- 
lace and  Tiernan,  Inc.,  under  Contracts  NObsr-52104 
. and  NObsr-d3349. 

The  general  features  of  BT's  ore  well  known.  The 
instrumerit  is  intended  to  make  a permanent  record 
of  ocean  temperature  os  a function  of  depth  below 
the  surface.  A detailed  explanation  of  the  instrument 
is  given  in  the  instruction  book.* 

tVALUATtON  RESULTS 

The  applicable  section  or  paragraph  number  of 
the  Contract  Specification  (MIL-B-1537B  of  26  No- 
vember 1954)  is  shown  in  parentheses  after  the  title 
of  each  test,  unleu  otherwise  indicated. 

Omifral  luMptUon 

The  equipments  were  inspected  to  asseu  their 
condition,  os  received,  for  compliance  with  Contract 
Specification  MIL-B-15237B  of  26  November  1954 
and  the  general  provisions  of  Military  Specification 
AML-E-16400  of  1 May  1953;  and  for  similarity  to  the 
description  in  the  instruction  book.  The  (pmples  match 
the  description  in  the  instruction  book  except  for  the 
stylus  points  and  the  direction  in  which  the  capillary 
helix  it  wound. 

CONDITION  AS  RECBVED 

Two  preproduction  sample  BT's  and  their  occes- 
loriet  were  received.  The  BT's  consisted  of  one  OC 
1C/S  (PF-1)  and  one  OC-2C/S  (PP-2).  The  accessories 
consisted  of  one  mounted  calibration  grid  for  each 
BT,  three  swivels,  orw  slide  viewer,  and  24  slides  In  an 
Improvised  box.  The  instruments  were  each  mounted 
on  eight  Barry  C1015-T4  shock  mounts  and  tome  hair 
excelsior  and  sponge  rubber.  The  mounting  was  much 
loo  stiff,  since  the  capacity  of  the  mounts  was  about 
100  pounds  com  pored  to  26  pounds  for  the  BT.  There 
was  no  cushioning  for  endwise  motion,  and  the  in- 
struments hod  dented  the  boxes  on  the  ends.  The  pm 
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Kftars  did  net  support  the  pens  when  the  BT's  were 
received.  The  peiu  were  probably  unsupported  when 
shipped  from  the  factory  and  should  definitely  be 
supported  during  transit. 

WEIGHTS  AND  DIMENSIONS  (3.3.1,  3.6.4,  3.6.5, 
3.6.5.3,  AND  3.6.8. 1) 

The  weights  and  dimensions  of  the  instruments 
conform  to  the  specification. 

FASTENERS 

The  samples  use  more  varieties  of  fasteners  than 
are  needed.  Both  fillister  and  round  head  No.  10-32 
screws  are  used  on  the  body  tube.  The  tail  fins  use 
No.  8 screws.  Screws  of  two  different  heads  are  also 
used  on  the  thermal  and  temperature  elements  for 
no  apparent  reason.  Screw  varieties  should  be  mini- 
mized for  simplicity  of  repair  and  smaller  parts  in- 
ventory. 

SWIVELS  AND  SHACKLES  (3.6.4, 

3.6.8.10,  AND  3.6.8.11) 

The  swiveb  and  shackles  conform  to  the  specifica- 
tion except  that  the  spare  swivel  jams  under  load 
and  will  not  rotate.  The  jamming  is  due  to  exceuive 
swagging  of  the  swivel  rivet.  The  production  swivels 
should  be  checked  for  free  action. 

NOSE  SLEEVE  (3.6.4.)) 

The  sleeve  weights  as  measured  were  5)6  pounds 
each,  which  is  the  minimum  allowed  by  the  specifica- 
tion. The  sleeve  weight  is  borderline  and  should  be 
watched  on  the  production  models.  Heavier  sleeves 
would  have  increased  the  insufficient  depths  attained 
in  the  sea  trials.  The  sleeves  are  secured  by  two  set- 
screws that  ore  so  short  they  do  not  tighten  on  the 
nose,  but  merely  engage  shallow,  oversize,  flat  coun- 
torfoores  on  the  nose  piece  by  only  one  turn.  The 
loose  sleeves  promote  vibration  in  the  BT  during  ship- 
ment and  handling.  Longer  setscrews  should  be  used 
and  the  countarbores  should  be  deeper. 

NOSEPIECE 

The  slotted  screw  that  secures  the  swivel  to  the 
towing  pin  hos  a flush  head  the  same  diameter  os 
that  of  the  shank.  Removal  af  the  screw  would  be 
dHflcuit  when  it  is  corroded.  A fillister  head  screw 
should  be  used  or  the  present  screw  should  be  longer 
so*  that  the  slotted  head  will  protrude. 
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OiM  or  more  additional  ports  are  needed  to  draUt 
the  space  between  the  nose  piece  and  the  base  of 
the  pressure  element,  which  was  found  to  stay  full  of 
water  after  the  sea  trials.  The  port  in  the  stem  of 
the  thermol  element  costing  that  permits  flow  of  water 
post  the  bourdon  is  Vi  inch  in  diameter  in  the  samples, 
but  should  be  enlarged  in  size  or  number  to  promote 
circulation  inside  the  instrument  and  reduce  tempera- 
ture log. 

AtARKINGS 

The  temporory  name  and  serial  tags  are  aluminum 
and  unsuitabie  for  service.  The  only  other  morks  that 
were  found  are  on  the  sides  of  the  pressure  elements 
where  they  cannot  be  seen  on  the  installed  element. 
The  BT's  were  mixed  during  the  sea  trials  because  of 
the  lock  of  markings.  AAorks  giving  the  model  ar«d 
serial  numbers  should  be  made  on  the  thermal  ele- 
ments, pressure  elements,  and  body  tubes  to  prevent 
mixitrg  of  ports  and  thus  affecting  the  calibration. 
All  marks  should  be  visible  without  removing  the 
thermal  or  depth  elements. 

THERMAL  ELEMENT  (3.6.3. 1) 

1.  The  end  of  the  stylus  protrudes  beyond  the 
scriber  and  interferes  with  the  piston  head  on  both 
samples  before  the  pressure  stop  operates.  The  stylus 
should  not  extend  beyond  the  point,  oitd  the  carrioge 
should  not  protrude  above  the  surface  of  the  slide 
between  30°F  and  90''F  where  the  arc  of  the  stylus 
carries  it  near  the  piston  head. 

2.  The  stylus  points  consist  of  brass  studs  with 
conical  alloy  points.  The  radii  of  curvature  of  the 
points  ore  several  thousandths  of  on  inch.  In  the 
various  tests  the  points  gove  troces  obout  0.002  iiich 
wide,  which  were  sharp  enough  for  O.I°F  accuracy 
except  when  smoke  would  stick  to  the  point.  It  It 
doubtful  if  alloy  points  will  remain  sharp  enough  in 
service.  The  jeweled  phonograph  needles  used  In  the 
Wallace  and  Tierman  models  would  be  preferable. 

3.  During  the  transient  response  test  it  was  noticed 
that  the  PF-1  stylus  did  not  have  plane  motion,  but 
undulated  toward  and  away  from  the  graph  paper. 
Bourdon  tubes  with  such  behavior  should  be  either 
corrected  or  rejected,  since  such  motion  requires  In- 
creased stylus  point  force  which  increases  the  hys- 
teresis and  does  not  comply  vyith  the  speciflcatfoit. 
It  is  also  very  important  to  be  sure  that  the  stylus 
moves  in  a mean  plane  that  is  parallel  to  the  slide. 


this  should  be  done  by  rotating  the  thermal  element, 
not  the  pressure  element  carrioge. 

4.  The  bourdon  is  connected  to  the  stem  of  the 
capillary  helix.  The  stern  connection  requires  extro 
tubing  which  is  poorly  ventilated  ond  impairs  the 
transient  response.  The  bourdon  should  connect  to 
the  forward  end  of  the  helix.  This  matter  is  discussed 
in  connection  with  the  transient  response  test. 

5.  The  helix  has  been  wound  toward  the  rear  of 
its  form,  probobly  because  the  protective  fin  cage  is 
loo  small  for  the  form  ot  the  forward  end.  The  helix 
should  be  wound  toward  the  front  in  order  to  give 
better  ventilation  and  allow  a shorter  winding  form. 
The  change  will  require  relieving  each  fin  at  least 
Vk  inch  each.  The  fins  already  rub  on  the  capillary 
helix  in  the  somples. 

6.  The  capillaries  have  some  bends  and  mild  kinks 
between  the  helices  and  bourdons  that  should  be 
avoided  in  the  production  models. 

7.  In  one  sample  the  copillary  tube  to  the  bourdon 
tube  is  not  bent  to  lie  in  its  slot  between  the  body 
tube  and  thermal  element  costing.  When  the  BT  is 
being  ossembled  the  tube  con  be  nicked  'if  it  does 
not  lie  in  the  slot. 

8.  The  bourdon  axis  does  not  hove  slotted  ends 
for  easy  adjustments.  The  vee  slots  for  receiving  the 
rod  are  not  shollow  enough  to  insure  repeated 
tightening. 

9.  The  two  rods  thot  support  the  pen  lifter  ore  o 
force  fit  in  the  toil  piece  costing.  Better  quality  con- 
trol can  be  achieved  by  using  threads,  since  they 
cannot  unscrew  in  this  application. 

10.  The  plug  at  the  stern  of  the  capillary  cage 
should  be  soldered  in  place  to  improve  durability. 

11.  The  twelve  riveted  straps  in  the  capillary  cage 
hove  been  bent  over  o sharp  edge.  They  should  be 
bent  over  a rounded  edge  to  ovoid  nicks  and  increase 
the  bend  radius. 

PRESSURE  ELEMENT 

1.  The  temperoture-reference  pins  on  the  carriages 
are  14  inch  longer  than  needed  and  one  of  them  is  so 
near  the  edge  of  the  carriage  thot  the  hole  has 
broken  out  of^the  edge  and  the  protruding  pin  has 
been  filed  down.  The  holes  should  be  drilled  at  least 
1/16  inch  from  the  edge  with  slanted  direction  to 
prevent  the  pins  from  breaking  out.  A little  nick  con 
be  filed  In  the  pin  to  prevent  the  slide  from  climbing 
up  the  slide. 
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2.  Tti*  ttoek  ntfmliMn  ar«  on  th«  side  of  the  el!(> 
menf,  bwt  should  be  on  the  base  for  visibility  in  the 
assembled  BT. 

3.  Protective  paint  should  be  applied  to  the  solder 
joints  of  the  bellows,  the  evacuation  tube,  and  pen- 
lifter  adjustment  to  prevent  corrosion  of  the  solder. 
There  was  noticeable  corrosion  during  the  tests. 

SLIDES  (3.6.8.1) 

The  slides  conform  to  the  specification.  They  ore 
deKribed  more  fully  in  the  General  Discussion. 

GRIDS  (3.6.8.3) 

1.  The  layout  of  both  the  PP-I  and  PP*2  grids  is 
good.  However,  the  PP-I  (fig.  1)  must  be  considered 
unacceptable  because  the  lines,  which  vary  in  width 
from  0.(XI2S  to  0.(X)45  inch,  ore  much  too  wide  for 
reading  to  0.1  °F.  The  calibration  trace  is  nearly 
hidden.  Wide  grid  lines  con  be  caused  by  wide  harp 
Rnes,  shadows,  or  overexposure. 

The  PP-2  grid  (fig.  2)  is  satisfactory;  its  lines  are  thin 
(0.002  inch  and  less)  os  a result  of  underexposure. 
In  the  interest  of  occurocy,  it  is  preferable  to  err 
on  the  thin  side  rather  than  the  thick,  and  under- 
exposure is  a means  to  this  end.  However,  the  grid- 
mobing  apparatus  should  be  improved  to  make 
thinner  lines  without  underexposure.  The  names  of 
the  grid  units  should  be  applied  to  both  oxes  when 
there  is  room. 

2.  The  PP-2  grid  came  loose  during  use,  probably 
os  a result  of  insufficient  cement.  It  was  recemented 
with  very  thin  shellac,  but  come  loose  again.  Better 
cements,  such  os  epoxy  resins,  should  be  used,  rather 
than  cement. 

3.  The  Krews  for  mounting  the  grid  holders  to  the 
viewer  ore  missing.  They  should  accompany  each 
mounted  grid.  The  countersunk  holes  on  the  grid 
holders  require  both  fiotheod  and  fillister  head 
Krews.  The  cosmtersinks  should  require  only  one  type 
of  head. 

4.  The  temperature  reference  eccentrics  do  not 
seat  flush  with  the  grid  holder  as  they  should,  ond 
contact  the  slides  on  only  about  0.02  Inch  of  their 
thickness.  This  criticism  oho  applies  to  the  groove 
urrder  the  depth  reference  edge.  The  groove  can  be 
reduced  frbm  0.02  to  about  0.005  inch  in  thickness 
and  still  relieve  the  grid. 


Calibration  Tosts 

TEST  PROCEDURE 

The  B7's  were  separately  tested  while  suspended 
nose  down  with  tail  fins  and  nose  removed.  The  water 
in  the  calibration  tank  was  heated  by  an  immersion 
heater,  cooled  by  o closed  heat  exchanger,  and 
agitated  by  a ^ump,  with  all  units  inside  the  tank. 
The  pressure  was  controlled  by  needle  valves  from  a 
tank  of  compressed  nitrogen. 

The  temperature  was  measured  to  0.02 ‘’F  by  o 
platinum  resistance  thermometer  and  a calibrated 
Mueller-type  Wheatstone  bridge. 

Pressures  below  100  psig  were  measured  by  a 
mercury  manometer  to  0.2  psi.  Pressures  above  100 
psig  were  measured  to  0.5  psi  by  a dead-weight 
gage  with  balance  beam  and  motor-driven  weighing 
piston.  The  manometer  was  corrected  for  temperature. 
The  pressures  corresponding  to  ocean  depths  at  the 
slide  carriage  were  calibrated  for  29.92-inch  barom- 
eter, gravity  at  45  degrees  latitude,  and  sea  water 
at  35  per  cent  salinity  and  55°F  (0.4450  psi  per  foot 
of  depth). 

PP-1  TEST  (3.5,  3.5.1,  3.6.3.3,  AND  4.2.2) 

The  two  tests  of  the  PP-1  produced  traces  similar 
to  figurh  3.  Both  tests  were  interrupted  by  failures  of 
two  successive  immersion  heaters.  Figures  4 and  5 
show  that  the  temperature  and  depth  errors  exceed 
the  specification  limits  of  1 per  cent  of  full  depth  and 
0.2  ' F between  34°F  and  90°F.  The  averoge  errors 
for  the  two  tests  vary  by  0.3°F  and  1.5  feet  of  water. 
The  stylus  probably  suffered  a change  of  odjustment 
between  tests.  The  pen  lifter  operated  at  60  feet  os 
required  by  the  specification. 

Temperature  hysteresis  was  measured  by  approach- 
ing given  temperatures  from  values  1°F  lower  and 
1°F  higher  qt  the  same  pressures.  In  nine  of  twelve 
coses  the  hysteresis  was  0.09°F,  and  the  maximum 
value  was  0.13°F,  meeting  the  0.1  °F  requirement. 
The  temperature  hysteresis  was  largely  caused  by 
stylus  friction  on  the  slide  and  consequent  stylus 
flexure.  Pressure  hysteresis,  similarly  measured,  was 
satisfactory,  being  1 per  cent  of  full  depth  or  less  in 
six  out  of  six  coses. 

PP-2  TEST  (3.6.2.3) 

The  bourdon  tube  was  adjusted  before  the  initial 
calibration  check  was  mode  in  order  to  put  the  60°F 
point  in  the  middle  of  the  smoked  slide.  The  adjust- 
ment was  on  error  because  it  changed  the  averoge 
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iwnpcrotur*  error  and  aho  bocauM  or  higRor 
thowid  ba  cantorod  on  tho  tiido  to  comply  with  the 
28°  to  100°F  roquiromonl. 

Aflor  iho  odjuitmont  lh«  calibration  was  chockod 
from  ifto  troc*  of  figure  3 oni  another  trace,  and 
plotted  in  figure  6.  (The  slide  and  grid  were  not 
properly  aligned  when  figure  3 was  token.)  Test  No.  1 
wot  cortducted  with  increosing  temperature  and  Test 
No.  3 with  decreasing  temperature.  The  plot  shows 
the  overage  error  after  correcting  for  the  3°F  adjust- 
ment. The  original  temperature  calibration  did  not 
meet  the  specificotion  becouse  the  error  varied  over 
o spon  of  1.2°F  between  30°  and  90°F.  The  depth 
errors  were  3 feet  and  less,  meeting  the  1 per  cent 
limit  of  4.5  feet.  The  pen  lifter  operated  at  60  feet. 
Hysteresis  data  were  not  obtained  during  calibration 
because  of  the  close  test  scheduling.  The  sea  trials 
and  pressure-element  tests  give  some  hysteresis  in- 
formation, and  the  vertical  spread  of  the  points  in 
figure  6 indicates  the  variation  of  temperature  error 
for  repeated  measurements. 

ANAIYSIS  OF  CALiailATiON  TESTS 

The  calibration  errors  in  the  as-received  condition 
Were  caused  by  changes  in  transit,  the  factory  cali- 
bration, and  variable  behavior  of  the  8T's.  The  errors 
con  be  grouped  os  "xero"  (overage)  errorv  linear 
errors,  and  random  errors. 

The  overage  temperature  and  depth  errors  for  the 
PP-1  were  probably  increased  during  transit,  as  was 
shewn  by  the  0.d°F  calibration  shift  caused  by  shock 
and  vttsrotion  tests  in  a previous  evaluotion.*  Such 
simulated  transit  and  hondiing  tests  were  contem- 
plated for  the  present  samples,  but  were  dropped  to 
save  time. 

It  is  impertont  to  note  that  the  effective  weight  of 
the  moving  ports  of  the  FP-1  element  is  sufficient  to 
couse  a 2.8-foot  depth  error  merely  by  inverting  the 
element.  This  fact  suggests  that  the  depth  erron  of 
figure  5 ore  greater  by  1.4  feet  because  the  sample 
STs  were  calibrated  in  the  nose-down  posHion  insteod 
of  the  horisontol  towing  position.  If  this  correction  is 
applied,  the  FF-1  depth  calibration  in  figure  5 meets 
the  1 per  cent  requirement. 

The  foctory  calibration  erron  appear  os  systematic 
variations  over  the  grid  range.  Figures  4 and  6 show 

* 0. 0.  IMewer  trstuWIm  W Pnpn^ii€Ha»  MaM 
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similar  sl6pes,  indicating  calibration  error.  The  vertical 
line  segments  indicate  isothermal  traces  on  the  tem- 
perature calibration  plots.  The  isotherms  read  from 
0.1  to  0.2  higher  at  full  depth  than  at  sea  level  in 
four  out  of  seven  cases  for  PP-1  and  six  out  of  seven 
coses  for  PP-2.  This  was  probably  caused  by  stylus 
flexure.  The  slope  of  figure  5 suggesh  a linear  cali- 
bration error.  The  systematic  errors  ore  more  serious 
than  the  average  erron  because  they  change  the 
shape  of  the  traces  and  cannot  easily  be  corrected. 

The  Mattering  of  points  in  figures  4,  5,  and  6 is 
due  to  calibration  erron  and  variable  BT  behavior 
such  as  materials  hysteresis,  vibration,'  friction,  and 
compliance.  In  figures  4 and  6,  the  spread  of  points 
at  any  given  temperature  prevents  0.1  °F  accuracy 
'for  the  samples  regordlees  of  the  calibration. 

Bathythermograph  calibrutiwi  performance  is  sensi- 
tive to  the  excellence  of  the  grid,,  smoke  coating, 
stylus  point,  stylus  motion,  and  carriage-stylus  align- 
ment. The  information  gathered  on  these  interrelating 
factors  during  the  various  tests  appears  in  the  report 
of  inspection  of  the  components  and  in  the  General 
Discussion. 

5*0  Trials  f3.3#  3.3.3,  and  3.6. 1.2) 

The  BT's  were  lowered  by  free-wheeling  winches 
from  booms  12  feet  above  the  water  at  13  knots,  the 
highest  available  speed.  The  BT's  were  required  to 
tow  and  dive  smoothly  up  to  20  knots  and  obtain  a 
permanent  visual  record. 

The  depths  reached  were  similar  to  those  of  table 
1-1  of  the  instruction  book.'  The  PP-2  sample  dived 
os  deep  as  410  feet  at  13  knots  with  1100  feet  of 
line  out  (fig.  2). 

The  BT's  were  interchanged  on  the  first  two  lower- 
ings because  of  a lock  of  identification  markings.  The 
PP-1  dived  to  about  400  feet,  receiving  on  over- 
pressure test  in  excess  of  the  250  feet  (125  per  cent) 
specified,  but  not  in  excess  of  what  it  can  be  expected 
to  receive  in  service.  The  stylus  went  off  the  bottom 
of  the  slide  on  this  occasion.  Although  the  PP-1  passed 
the  test  at  the  time,  troubles  developed  during. ilhe 
pressure  element  tests.  The  PP-1  showed  about  4°F 
difference  between  the  up  and  dawn  traces,  which 
vros  found  to  be  caused  by  .on  occidental  bend  in  the 
stylus  during  reassembly  after  the  thermal  response 
tests,  resuHittg  In  excessive  pressure  on  the  slide  attd 
much  stylus  flexure. 

The  traces  of  figure  3 hove  about  0.3°F  hysteresis. 
The  trace  of  decreasing  depth  is  marred  by  stylus 
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vibrationt  tikll«d  from  th#  tbip,  coble,  ond  current* 
of  water  around  and  through  the  BT.  Figure  2 it 
repreientative  of  a BT  in  good  working  order. 

7Miip«rattfr*  ilmmmnt  Tmsta 

TMAVEL  0.6.2  AND  3.6.2.3) 

The  tpocMeation  require*  the  itylu*  to  cover  the 
fiiN  tiide  length  (1.75  inche*)  from  38°F  to  100’'F. 
The  (ample  element*  cover  only  1.3  inche*  a*  com- 
piMd  from  the  calibration  grid*.  It  i*  detirable  to 
increote  the  travel  to  at  lea*t  1.6  inches  in  order  to 
reduce  temperoture  error*  by  obout  20  per  cent.  The 
travel  can  be  increased  by  using  8 feet  more  capil- 
lory  tubing,  by  enlarging  it*  intide  diameter  only  10 
per  cent,  or  by  using  o more  retponthre  bourdon  tube. 
The  pietent  capHtary  length  i*  42  feet,  which  melts 
the  tpeeWcotion. 

TRANSIENT  RESPONSE  (3  4.1) 

The  test*  were  conducted  with  the  element  mounted 
between  o movie  comero  and  a piece  of  graph 
paper.  The  camera  recorded  stylus  position  to  0.005 
inch  at  a synchronous  speed  of  24  frame*  per  second. 
The  specification  requires  thot  the  stylus  shall  move 
smoothly  through  two-thirds  of  the  travel  in  less  than 
Vk  second  when  shifted  rapidly  from,  water  at  85'’F 
to  40’F. 

The  first  test  wo*  designed  to  obtain  rapid  tem- 
perature change  by  stabiNiing  the  copiHdry  in  a 40°P 
beaker  and  then  dropping  the  beaker  and  flooding 
the  eiement  with  o hose  of  water  at  85°F.  The  order 
wo*  reverted  according  to  the  specification  because 
a large  supply  of  40°F  water  wgt  not  available. 
Three  trials  of  each  element  were  mode,  and  the  ee- 
ponetifiol  plots  were  obtained.  The  best  performarKe 
for  each  element  was  0.7  second  at  2/3  travel.  The 
test  was  then  re-run,  using  two  beakers  and  the  85“F 
water  first.  The  times  at  2/3  travel  ranged  from  0.35 
to  0.43  second  for  Pf-1  and  0.38  to  0.50  second  for 
Pf-2. 

The  difference  between  the  hose  and  the  beaker 
test*  might  be  due  to  inadequate  flooding  by  the 
hose.  The  hose  test  wo*  intended  to  simulate  service 
cendMien*  closely,  and  when  It  b perfected  svill  give 
a mere  realistic  test  than  the  two  beakers. 

The  two  tests  oho  differed  in  the  manner  of  opply- 
bif  the  temperature  change  in  relation  to  the  corsnec- 
lien  of  the  bourdon  to  the  helix.  The  bourdon  on  the 
sample  elements  is  connected  to  the  after  end  of  the 


helix.  The  xylene  is  therefore  set  in  motion  more 
rapidly  when  a beaker  is  placed  over  the  after  end 
than  when  the  helix  is  flooded  forward  to  oft.  The 
sample  construction  does  well  in  the  beaker  test  but 
will  not  work  os  well  in  service  because  the  tempera- 
ture change  will  hit  the  forward  end  of  the  helix 
first.  The  bourdon  should  be  connected  to  the  forward 
end  of  the  helix. 

Prmssurm  ilmmmnt  Tmats 

• 

The  pressure  elements  were  tested  base  down  in 
o water-filled  tank  at  room  temperature.  Pressures 
were  measured  to  0.2  per  cent  of  depth  by  the 
manometer.  Th*  slide-holder  position  was  measured 
to  0.001  inch  by  a traveling  microKope  through  ports 
in  the  chamber. 

TRAVEL  (3.6.1.1) 

The  travel  was  measured  from  zero  to  full  depth. 
The  PP-1  moved  0.693  inch  and  the  PP-2  moved  0.689 
bKh.  The  travel'  of  both  elements  is  within  the  require- 
ment of  0.67  to  0.73  inch. 

TRANSIENT  RESPONSE  (3.4.2) 

The  transient  response  of  both  elements  wo* 
checked  by  venting  the  gas  in  the  system  from  full 
to  zero  depth  through  a solenoid  valve.  Full  travel 
occurred  in  lets  than  1 second,  meeting  the  require- 
ment of  2/3  travel  in  5 seconds.  Later  inspection  con- 
firmed that  the  piston  rod  bushings  ore  vented  to  the 
bellow*  chamber  to  prevent  transient  pressure  dHfet- 
ence*  in  the  element. 

PP-1  HYSTERESIS 

The  loop  hysteresis,  consisting  of  piston-rod  friction 
and  materials  hysteresis,  was  found  by  measuring  the 
positiofM  of  the  slide  holders  from  a slight  vacuum 
to  full  depth  and  bcKk  to  sea  level.  The  point 
hysteresis,  consisting  almost  entirely  of  piston-rod 
friction,  was  fosmd  by  opproochittg  given  pressure* 
from  depths  both  lesser  and  greater  by  on*  or  two 
feet  of  water.  The  data  alto  determined  the  linearity. 

Figure  7 show*  the  loop  plots,  which  give  the  de- 
partures of  the  data  from  a straight  line  fit.  Th*  curve* 
of  bscreoiing  and  decreasing  pressure  show  four 
points  where  the  element  appears  to  hove  jammed. 
The  element  wo*  aho  seen  to  jump  about  0.01  inch 
(U  per  cent  of  full  travel)  on  two  occasions  during 
the  test  between  10-  and  40-foot  depths.  A jump  of 
0.01  inch  cerresponds  to  a 3.6-pound  breokowqy 
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fore*.  A lotar  •xaminotion  showed  that  the  spiral 
groove  on  the  piston  rod  would  catch  on  the  edges 
of  the  bushings  if  a small  lateral  force  wos  exerted, 
such  as  might  be  expected  from  a slight  eccentricity 
of  the  spring.  (It  is  almost  impossible  to  make  the 
spring  force  concentric  with  the  piston  rod.)  The 
snagging  of  the  groove  might  hove'Oaused  the  peaks 
of  the  curves.  If  the  peaks  are  ignored,  the  loop 
hysteresis  auumes  a regular  shape  with  a maximum 
of  1.3  per  certt.  The  loop  hysteresis  is  excessive. 

The  point  friction  was  nteasured  at  the  same  pres- 
sures os  the  loop  hysteresis  and  was  less  than  0.5 
per  cent,  or  0.25  per  cent  each  way,  corresporrding 
to  a 0.4-pound  drag.  The  bushing  friction  during  on 
ocean  drop  would  be  smaller  because  the  pressure 
would  vary  smoothly  instead  of  stepwise,  as  it  did  in 
the  test.  The  point  friction  values  were  unaffected  by 
sitogging  of  the  piston  rod  spiral  because  the  ob- 
served friction  values  were  smaller  than  the  pressure 
changes  that  were  used  to  produce  them,  and  there- 
fore the  element  wos  not  snagging  on  the  spiral. 

PP-I  IINEAWTY 

The  stottdard  BT  calibration  grid  uses  equally 
spaced  arcs  of  constant  pressure.  In  order  to  calibrate 
the  BT  to  1 per  cent  of  full  depth,  the  pressure  element 
must  be  sufficiently  linear  to  allow  fitting  a straight 
line  to  the  data  to  1 per  cent  or  better.  Nonlinearity 
of  the  element  is  the  result  of  materials  hysteresis  and 
variable  spring  and  bellows  compliances. 

The  curves  in  figure  7 show  that  the  hysteresis  and 
compliance  variation  opposed  each  other  during  the 
Iroce  of  increosifsg  depth,  cousittg  it  to  be  quite 
straight  (within  0.5  per  cent  and  better)  and  the  trace 
of  decreosing  depth  to  be  noticeably  curved  (within 
1.3  per  cent).  Therefore,  readings  of  either  increasing 
depth  or  of  on  overage  of  increasing  and  decreasing 
depths  will  best  meet  the  1 per  cent  requiremeitt. 

Pf-2  HYSTERESIS 

A full-deplh  loop  test  svos  mode  on  the  element, 
but  the  readings  extef^ded  to  only  44  per  cent  of 
full  depth,  which  was  the  limit  of  the  manometer. 
The  curves  appear  in  figure  8 oitd  ore  similar  to 
Rgure  7.  The  point  friction  was  not  measured.  The 
monmum  loop  hysteresis  is  about  0 JO  per  cent.  Ab- 
normal frkliati  shews  only  on  the  ettrvo  of  iiKroasing 
depth  end  b about  0.3*  per  cent.  The  element  was 
not  teen  to  jump  during  the  test. 


OVERPRESSURE  STOP 

The  overpressure  stop  was  checked  after  the  PP-1 
stylus  left  the  slide  during  the  tea  trials.  The  slide 
carriage  positions  were  measured  at  full  depth  artd 
at  maximum  trovel.  Both  elements  overtraveled  about 
H inch  before  hitting  the  stops.  The  overtravel  is  ex- 
cessive because  the  stylus  can  leave  the  slide  (at  it 
did  in  the  PP-1  tea  trials)  if  the  calibration  grid  it 
located  low  on  the  slide.  The  overtrovel  need  not  be 
large  because  the  element  is  not  likely  to  shorten 
during  its  life. 

ACCELERATED  LIFE  AND  OVERPRESSURE  (4.2.3, 

3.3,3,  and  3.6. 1.2) 

The  specification  requires  the  elements  to  withstoitd 
100  full  depth  pressure  cycles  and  125  per  cent  of 
full  depth  pressure  without  permanent  deflection  or 
other  damoge.  The  PP-1  sample  was  accidentally 
dropped  to  2(X)  per  cent  of  full  depth  pressure  during 
the  sea  trials.  The  excessive  pressure  did  not  cause 
failure  at  the  time.  During  the  life  test  the  bellows 
cracked  at  the  23rd  cycle,  and  the  element  filled 
with  water.  The  element  hod  received  about  35  cycles 
in  previous  tests,  giving  60  cycles  at  failure  in  ad- 
dition to  those  received  at  the  factory.  The  test  was 
continued  to  the  43rd  cycle  to  moke  the  cracks  more 
obvious.  The  cracks  found  were  on  the  second  and 
sixth  outer  folds  from  the  bose,  as  shown  in  figure  9. 

The  PP-2  failed  the  overpressure  test,  which  was 
run  before  the  life  test.  The  pressure  used  was  only 
122  per  cent  of  full  depth.  The  element  slowly  filled 
with  water  through  o fatigue  crack  on  the  third  outer 
fold  from  the  base.  The  element  had  received  about 
35  cycles  in  previous  tests.  The  leak  was  no  doubt 
incipient  before  the  test,  and  would  have  happerted 
during  the  life  test. 

ANALYSIS  OF  PRESSURE  ELEMENT  TESTS 

The  PP-1  element  has  more  abnormal  piston  fric- 
tion and  hysteresis  than  the  PP-2  element  because 
the  stiffer  spring  of  the  latter  overrides  the  defects. 
If  the  ordinate  of  figure  8 is  multiplied  by  450/200 
to  correct  for  the  spring,  the  values  for  PP-2  ore  still 
somewhat  leu  than  those  for  PP-1.  The  results  indi- 
cate that  most  of  the  loop  hysteresis  is  in  the  bellows. 

The  abnormal  phton  friction  is  apparently  caused 
by  the  spiral  groove  catching  on  the  bushing  edges. 
The  groove  oppeors  to  be  intended  for  lubrication 
and  its  need  Is  doubtful.  The  snagging  con  be  re- 
duced by  increasing  the  pitch  of  the  groove  and 
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rounding  Ihe  edges  of  ifie  buehings.  The  latter  stop 
is  desiroble  regordtess  otf  the  groove. 

The  accelerated  life  and  overpressure  tests  dis- 
closed cracks  on  the  outer  folds  of  the  bellows  near- 
est the  bases  of  the  elements.  The  outer  folds  hove 
a much  shorper  bend  radius  thon  the  inner  ones  and 
therefore  fail  first.  The  rough  and  grainy  appear- 
ance of  the  outer  folds  shows  that  the  metal  has  been 
excessively  deformed  and  is  metallurgically  unsatis- 
factory. The  bellows  appear  to  have  been  hydraul- 
ically formed,  resuhiitg  in  crimped  outer  folds.  The 
base  bellows  might  have  failed  because  they  were 
heat  treated  more  severely  than  the  ethers  during 
soldering  of  the  base. 

OfNfRAi  DISCUSSION 

The  equipment  specification  (section  3.5)  requires 
greoter  temperature  accuracy  than  the  present  BT 
design  can  give.  The  required  temperature  accuracy 
is  one  port  in  600  (0.1  "F  equals  0.0017  inch  on  slide), 
while  the  pressure  accuracy  is  only  one  part  in  100  ' 
(O.IX)7  inch  on  slide).  The  BT  design  is  so  primitive 
and  environmentally  sensitive  that  the  pressure  ac- 
curacy can  barely  be  obtained  and  the  temperature 
accuracy  is  not  practical.  Such  accuracy  is  not  neces- 
sary for  sonar  applications  and  is  required  only  for 
research  work.  However,  it  is  not  practical  to  require 
high  occuracy  of  all  the  BT's  so  that  a few  can  be 
used  for  research. 

The  equipment  specificotion  (sections  3.3.3,  3.6. 1.3, 
3.6.2.4)  requires  overpressure  tests  at  125  per  cent 
of  fun  depth,  but  the  requirement  does  not  apply 
equally  well  ta  all  three  models.  The  300-foot  model 
is  readily  lowered  deeper  than  250  feet  when  towed, 
and  can  be  confused  with  the  450-foot  model,  as 
happened  during  the  sea  trials  of  this  problem.  The 
requirement  is  about  right  for  the  450-foot  model 
becouse  it  is  not  easily  lowered  below  570  feet  when 
tewed,  and  is  not  readily  confused  with  the  900-foor 
model.  The  requirement  is  too  severe  for  the  900- 
foot  model  because  few  winches  have  enough  coble 
to  meet  it  artd  full  depth  is  unlikely  during  towittg. 

The  tests  should  be  approximately  as  follows:  200- 
foot  model,  500  feet;  450-foot  mo^l,  600  feet;  900- 
foot  model,  10(X)  feet.  The  temperature  elements 
should  all  be  tested  to  1000  feet  of  water. 

There  ore  good  reasons  for  a lighter  slide  coating 
than  the  10  to  30  per  cent  light  transmission  thickitess 
recommended  by  section  3.6.8. 1.  A thick  coating  re- 
quires a shorper  stylus  to  obtain  a thin  trace  because  ^ 


of  the  finite  stylus  point  curvature.  If  the  stylus  is  too 
dull  for  the  coating,  the  smoke  will  build  up  in  front 
of  the  stylus,  hindering  it  and  frequently  producing 
a very  wide  trace.  The  smeared  traces  of  figure  3 
show  what  con  happen,  although  this  cose  was  ag- 
gravated by  the  antifreeze  in  the  calibration  water. 
A thick  coating  requires  more  skunk  oil,  which  makes 
buildup  more  likely.  Also,  a thick  coating  tends  to 
flake  like  a thick  coat  of  paint.  A thin  coating  has  the 
advantages  of  a sharper  trace,  less  hysteresis  be- 
cause of  less  friction,  and  less  buildup.  The  thin  coat- 
ing reduces  the  contrast  for  photogrophy.  However, 
it  is  much  better  to  get  a fair  photo  of  a good  record 
than  to  get  a good  photo  of  a poor  record.  The  best 
coating  is  the  thinnest  that  meets  minimum  require- 
ments for  reading  and  photographing. 

The  evaluation  engineer  usually  finds  room  for  im- 
provements that  cannot  be  included  in  the  procure- 
ment. For  example,  the  sample  temperature  elements 
passed  the  tramient  response  test  but  had  insuffi- 
cient travel  and  showed  time  lag  in  the  sea  triols. 
Increased  travel  and  decreased  time  lag  can  be  ob- 
tained by  using  50  feet  or  more  tubing  instead  of  42, 
and  by  winding  the  capillary  so  that  both  ends  are 
connected  to  the  bourdoit  tube.  The  hysteresis  which 
is  common  in  BT's  can  be  much  reduced  merely  by 
shaping  the  stylus  to  make  it  more  rigid  in  its  control 
of  the  stylus  point  without  stiffening  it  for  the  pen 
lifter. 

The  sliding  sleeve  can  be  modified  to  moke  the 
BT  more  reliable  by  cutting  a hole  in'  it  to  provide 
automatic  relieving  of  the  pen  lifter  port.  In  the  pres- 
est  method*  the  sleeve  is  shoved  aft,  covering  the  pen 
lifter  port,  cocking  the  lifter  and  dropping  the  stylus. 
Then  the  sleeve  is  pulled  forward  2 inches  to  expose 
the  lifter  port  and  allow  the  lifter  to  operate.  If  a 
hole  is  cut  in  the  sleeve,  the  pen  lifter  will  be  cocked 
as  the  sleeve  is  pushed  and  the  port  will  then  be 
relieved  automatically  as  the  hole  appears  at  the 
end  of  the  sleeve  travel. 

Future  bathythermograph  evaluations  will  be  aided 
by  receipt  of  the  slides  from  which  the  factory  grids 
ore  mode. 

CONCLUSIONS 

The  poor  bellows  endurance,  abnormal  friction, 
and  large  hysteresis  of  the  pressure  elements  are  the 
most  serious  faults  of  the  samples,  and  must  be  cor- 
rected before  the  BT's  con  be  considered  acceptable. 

• Sm  rtt.  1,  e.  J I,  paraTTi  ' 
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Th«  lomplM  also  do  not  meet  the  specifications  on" 
0 number  of  less  vital  points  which  should  be  cor- 
rected before  acceptance.  The  samples  will  meet  the 
requirements  of  specifications  MIL-B-1537B  and  AAIL- 
E-16400  after  odoption  of  the  required  changes  listed 
in  the  Recommendations  section  folio  ving. 

RiCOMMiNDATIONS 
Mmqulred  Changes 

CALIBRATION 

1.  Improve  the  temperature  calibration  to  eliminate 
the  variation  of  temperature  error  with  temperature 
shown  by  figures  4 and  6. 

2.  AAake  the  calibration  grid  from  on  average  of 
pips  of  both  increasing  and  decreasing  temperature 
and  depth,  in  order  to  minimize  hysteresis  errors. 
It  would  be  much  better  to  moke  a grid  from  an  aver- 
age of  two  calibration  slides,  one  of  increasing  tem- 
perature and  depth  and  the  other  of  decreasing 
temperature  and  depth,  than  to  calibrate  from  only 
one  slide  and  check  with  a second  slide,  as  prescribed 
by  section  4.2.2  of  the  specification. 

MISCELLANEOUS 

1.  Inspect  swivels  to  eliminate  those  that  do  not 
operate  freely  under  load. 

2.  Weigh  nose  sleeves  ond  reject  any  weighing 
less  than  5'^  pounds. 

3.  Use  longer  setscrews  for  the  nose  sleeve  and 
deeper  counterbores  for  the  isosepieces  to  eliminate 
loosely  secured  sleeves. 

4.  Place  permanent  identification  marks  on  nose- 
pieces,  forword  foce  of  pressure  element,  thermal 
element,  and  body  tube.  Marks  should  indicote 
model  number,  depth  range,  and  manufacturer.  All 
marks  should  be  visible  without  removing  indicating 
elements. 

f 

THERAAAL  ELEMENT 

1.  Eliminate  prajection  of  stylus  beyond  the  stylus 
point  to  prevent  interference  with  carriage. 

2.  Inspect  stylus  motion  to  eliminate  elemerrts 
whose  motion  Is  so  nonplanar  that  stylus-point  force 
cannot  be  kept  within  established  limits  between 
2B'’P  artd  90''F.  Inspect  porollelism  of  stylus  motion 
and  slide  surface.  Adjust  them  by  rotating  the  ther- 
mol  element,  not  the  pressure-element  carriage. 


3.  Connect  the  bourdon  tube  to  the  forward  end 
of  the  capillary. 

4.  Relieve  each  protective  fin  Vk  inch  or  more  to 
avoid  rubbing  on  capillary  tubing.  Wind  the  capil- 
lary as  far  forward  as  the  protective  fins  allow. 

5.  Use  a rounded  edge  for  bending  the  twelve 
straps  in  the  protective  fin  cage  to  increase  the  bend 
radius  and  avoid  scoriirg  the  surface. 

6.  Increase  the  travel  between  28°F  and  100°F 
to  at  least  1.6  inches,  as  required  by  section  3.6.2.3 
of  the  specification. 

PRESSURE  ELEMENT 

1.  Use  ‘temperature-reference  pins  on  the  car- 
riage that  scarcely  protrude  above  the  slides.  Avoid 
breaking-out  of  the  carriage  edge  when  drilling  the 
holes  for  the  pins. 

2.  Apply  protective  paint  to  the  solder  joints  of 
the  bellows,  evacuation  tube,  and  pen  lifter  plunger 
adjustment  to  prevent  solder  corrosion. 

3.  Eliminate  the  abnormal  piston  rod  friction  found 
in  the  hysteresis  tests.  This  can  be  done  by  increasing 
the  pitch  of  the  spiral  groove  or  eliminoting  the 
groove,  and  rounding  the  bushing  edges. 

4.  Reduce  the  overpressure  travel  to  about  0.05 
inch. 

5.  Study  and  eliminate  the  causes  of  bellows 
failure. 

6.  Reduce  the  nonlinearity  of  the  pressure  elements 
to  1 per  cent  or  less  on  the  traces  of  decreasing 
depth,  and  reduce  the  loop  hysteresis  to  1 per  cent 
or  less. 

GRIDS 

1.  AAake  grid  lines  0.0015  inch  wide  or  less,  except 
for  the  periodic  heovier  lines,  which  should  not  ex- 
ceed 0.003  inch  in  width.  Improve  the  grid-making 
apparatus  to  give  the  thin  lines  without  extreme 
underexposure. 

2.  Cement  the  grids  in  the  holders  more  securely. 
Use  a better  cement  than  shellac. 

3.  Countersink  the  grid  holders  for  only  one  type 
of  screwheod. 

4.  Supply  Krews  with  each  grid  holder. 

5.  Seat  the  temperature  eccentrics  not  farther  than 
0.01  inch  from  the  grid  holder. 

6.  Relieve  the  edge  of  the  grid  holder  that  over- 
hangs the  shallow  side_  of  the  grid  not  more  than 
0.01  inch. 


D9slrabtm  Changms 

The  following  modifications  ora  not  required  by 
lha  spacifications  but  ora  racommandad  for  consider- 
ation in  present  and  future  procurements, 

MISCELLANEOUS 

1.  Use  fawar  sizes  of  screw  threads  and  only  one 
haad  type  for  each  thread  size. 

2.  Use  towing  fin  screw  with  slotted  head  that 
sticks  out  of  the  fin. 

3.  Drill  at  least  two  ports  on  body  tube  between 
nosepiece  and  forward  end  of  pressure  element.  In- 
creosa  porting  in  aft  end  of  thermal  element  casting 
to  irKreose  circulation  post  bourdon  tube. 

4.  Put  a hole  in  the  sliding  sleeve  to  automatically 

expose  the  pen  lifter  cotch  port  when  the  sleeve  is 
pushed  oft.  ^ 

THERAAAl  ELEMENT 

1.  Use  a stylus  point  mode  of  a tough,  hard, 
corrosion-resistant  material  that  can  be  fractured  or 
finely  ground  to  produce  a point  of  lasting  shorpness. 
Materials  such  as  tungsten  carbide  are  promising. 


2.  Avoid  kinks  and  extra  befids  in  the  capillary 
tubing.  Bend  the  capillary  to  lie  in  its  slot  in  the  body 
casting. 

3.  Put  screwdriver  slots  in  the  ends  of  the  bourdon 
axis  rod.  Make  the  journals  for  the  rod  shallow 
enough  to  permit  repeated  tightening. 

4.  Use  threaded  rods  for  mounting  the  pen  lifter 
assembly  on  the  body  casting. 

5.  Connect  both  ends  of  the  capillary  tube  to  the 
bourdon. 

Pr»$sur»  Element 

1.  Remove  metal  from  the  carriage  between  SO^F 
and  90“F  where  the  arc  of  the  stylus  carries  it  near 
the  carriage  at  zero  depth, 

2.  Administer  overpressure  tests  according  to  the 
recommendations  in  the  General  Discussion. 

Slides 

Use  as  light  a smoke  coating  on  the  slides  as  can 
be  photographed  by  the  standard  procedures.  Avoid 
excessively  greasy  smoke  and  excess  skunk  oiL 
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Depth  (ft) Dept-i  (ft) 


eaperature  (°F) 


Temperature  (^’F) 


Figure  2,  PP-2  Sea  trial  trace 


Depth  (ft) 


Tem pe ra ture  { ° F) 


Firure  3.  PP-2  Calibration  trace 
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